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DATA VALIDATION SUMMARY REPORT 
MCB CAMP LEJEUNE, NORTH CAROLINA 

CH2M HILL, Inc., Virginia Beach, Virginia 
A407418 
Environmental Conservation Laboratories, Inc., Orlando, Florida 
MCB Camp Lejeune, LTM FY2015 Q1, Site 89, CTO-WE86 
February 13, 2015 

Client Sample ID Laboratory Sample ID 
IR89-GW04-14D A407418-01 
IR89-GW37-14D A407418-02 

IR89-GW37IW-14D A407418-03 
IR89-GW37IW-14DRE A407 418-03RE 1 

IR89-TB-121214 A407418-04 
IR89-GW53-14D A407418-05 

IR89-GW53-14DRE A407418-05RE1 
IR89-GW56-14D A407418-06 

IR89-GW56-14DRE A407 418-06RE 1 
IR89-GW80DW-14D A407418-07 

IR89-GW80DW-14DRE A407 418-07RE 1 
IR89-GW80DWD-14D A407418-08 

IR89-GW80DWD-14DRE A407418-08RE1 
IR89-GW31-14D A407418-09 

IR89-GW31-14DRE 1 A407418-09RE1 
IR89-GW31-14DRE2 A407 418-09RE2 

IR89-GW16-14D A407418-10 
IR89-GW16-14DRE A407418-10RE1 
IR89-GW09IW-14D A407418-12 

IR89-GW55-14D A407418-13 
IR89-GW102-14D A407418-14 

IR89-GW04IW-14D A407418-15 
IR89-GW88-14D A407418-16 
IR89-GW85-14D A407418-17 

Matrix 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 
Water 

A full data validation was performed on the analytical data for fifteen water samples and one 
aqueous trip blank sample collected on December 12, 2014 by CH2M HILL at MCB Camp Lejeune 
in North Carolina. The samples were analyzed under the Environmental Protection Agency 
(USEPA) "Test Methods for the Evaluation of Solid Waste, USEP A SW-846, Third Edition, 
September 1986, with revisions". 
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Specific method references are as follows: 

Analvsis 
~ 

Method R~ferences 
voes USEP A SW-846 Method 8260B 

The data have been validated according to the protocols and quality control (QC) requirements of 
the analytical methods, the USEP A National Functional Guidelines for Organic Data Review as 
follows: 

• The USEP A "Contract Laboratories Program National Functional Guidelines 
for Superfund Organic Methods Data Review," June 2008; 

• and the reviewer's professional judgment. 

The following items/ criteria were reviewed for this report: 

Organics 

• Holding times and sample preservation 
• Gas Chromatography/Mass Spectroscopy (GC/MS) Tuning 
• Initial and continuing calibration summaries 
• Method blank and field blank contamination 
• Surrogate Spike recoveries 
• Matrix Spike/Matrix Spike Duplicate (MS/MSD) recoveries 
• Laboratory Control Sample (LCS) recoveries 
• Internal standard area and retention time summary forms 
• Target Compound Identification 
• Compound Quantitation 
• Tentatively Identified Compounds (TICs) 
• Field Duplicate sample precision 

A full (Level IV) data validation was performed with this review including a recalculation of 10% of 
the detected results in the samples. 

Overall U sabilit_y Issues: 

There were no rejections of data. Overall the data is acceptable for the intended purposes as 
qualified for the deficiencies detailed in this report. 

Please note that any results qualified (U) due to blank contamination may be then qualified 
0) due to another action. Therefore, the results may be qualified (UJ) due to the culmination 
of the blank contaminations and actions from other exceedences of QC criteria. 
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Volatile Organic Compounds (YOC) 

Holding Times 

• All samples were analyzed within 7 days for unpreserved water samples and 14 days for 
preserved water samples except the following. 

Sample Date Sampled Date Analyzed # of Days Qualifier 
5RE 12/12/14 01/05/14 24 T/UT 
6RE 12/12/14 01/05/14 24 T/UT 
7RE 12/12/14 01/05/14 24 T/UT 
SRE 12/12/14 01/05/14 24 J/UJ 
9RE1 12/12/14 01/05/14 24 T/UJ 
9RE2 12/12/14 01/06/14 25 J/UJ 

GC/MS Tuning 

• All criteria were met. 

Initial Calibration 

• All %RSD and/ or correlation coefficients and mean RRF criteria were met. 

Continuing Calibration 

• All %D and RRF criteria were met except the following. 

CCALDate Com ound %D/RRF 
12/18/14 0502 1, 1,2,2-T etrachloroethane 38.2% 

Method Blank 

• The method blanks were free of contamination. 

Field Blank 

• Field QC results are summarized below. 

Blank ID 

IR89-TB-121214 
IR89-EB121114 (SDG A407382) 
IR89-EB121614 (SDG A407473) 

Environmental Data S eroices, Inc. 
February 13, 2015 

Compound 

None-ND 
None- ND 
None -ND 

3 of 6 

Cone. 
ug/L 

-

-

-

Qualifier Affected Sam les 
/U 5, 6, 10 

Qualifier Affected Samples 

- -

- -
- -

MCB Camp Lejeune, CTO-WE86 
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Surrogate Spike Recoveries 

• All samples exhibited acceptable surrogate %R values except the following. 

Sample ID Surrogate %R 
5 Toluene-:d8 133% 
6 Toluene-d8 174% 
7 Toluene-d8 348% 
8 Toluene-d8 319% 
9 Toluene-d8 166% 

10RE Dibromofluoromethane 124% 
Toluene-d8 113% 

4-Bromofluorobenzene 115% 

Matrix Spike /Matrix Spike Duplicate (MS /MSD) Recoveries 

• A MS /MSD sample was not collected. 

Laboratory Control Samples 

Qualifier 
T - Positive Results 
J - Positive Results 
J - Positive Results 
T - Positive Results 
J -Positive Results 
J -Positive Results 

• The LCS samples exhibited acceptable percent recoveries (%R) except the following. 

LCSID Com ound %R Qualifier Affected Sam les 
4L18024-BS1 Vin 1 chloride 138% 10 

Internal Standard (IS) Area Performance 

• All internal standards met response and retention time (RT) criteria except the following. 

Sample ID Internal Standard Area Count Qualifier 
7 1, 4-Difluoro benzene Low None - Dilution Results Used 
8 1, 4-Difluoro benzene Low None - Dilution Results Used 

Target Compound Identification 

• All mass spectra and quantitation criteria were met. 

Compound Ouantitation 

• Several samples exhibited compounds exceeding the instrument calibration range and were 
flagged (E) by the laboratory. The samples were reanalyzed at a dilution outside of holding 
time and qualified estimated 0/UJ). The dilution results for these compounds should be 
used for reporting purposes. 
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• EDS Sample ID #3 was originally analyzed at a 25X dilution which was too high of a 
dilution. The sample was reanalyzed at 1X dilution and the reanalysis results should be used 
for reporting purposes. 

Tentatively Identified Compounds (TICs) 

• TICs were not reported. 

Field Duplicate Sample Precision 

• Field duplicate results are summarized below. 

voes 

Compound 
IR89-GW80DW-14D IR89-GW80DWD-14D 

RPD Qualifier 
ug/L ug/L 

Vinyl chloride 21 24 13% None 
trans-1,2-Dichloroethene 760 1500 65% None - See HT 
cis-1,2-Dichloroethene 1600 3100 64% 

T richloroethene 11000 19000 53% 
1, 1,2-T richloroethene 130 120 8% None 

T etrachloroethene 37 32 14% 
1, 1,2,2-T etrachloroethane 3500 6600 61% None- See HT 

Please contact the undersigned at (7 5 7) 564-0090 if you have any questions or need further 
information. 

Signed: 

Senior Chemist 

Environmental Data Services, Inc. 
February 13, 2015 

Dated: 
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Data Qualifiers 

U The analyte was analyzed for, but was not detected at a level greater than or equal to 
the level of the adjusted Contract Required Quantitation Limit (CRQL) for sample 
and method. 

UJ The analyte was not detected at a level greater than or equal to the adjusted CRQL. 
However, the reported adjusted CRQL is approximate and may be inaccurate or 
. . 
unprec1se. 

J The analyte was positively identified and the associated numerical value is the 
approximate concentration of the analyte in the sample ( due either to the quality of 
the data generated because certain quality control criteria were not met, or the 
concentration of the analyte was below the CRQL). 

J+ The result is an estimated quantity, but the result may be biased high. 

J- The result is an estimated quantity, but the result may be biased low. 

R The sample results are unusable due to the quality of the data generated because 
certain criteria were not met. The analyte may or may not be present in the sample. 

NJ The analysis indicates the presence of an analyte that has been "tentatively identified" 
and the associated numerical value represents its approximate concentration. 

Environmental Data S eroices, Inc. 
February 13, 2015 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. {CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-01 

Sampled: 12/11/14 16:20 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibration· 

IR89-GW04-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR015.D 

12/23/14 11:30 

5 rnL/ 5 mL 

Instrument" OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 10 46 I~ 7.1 10 20 

156-60-5 trans-1,2-Dichloroethene 10 58 I> 7.3 10 20 

156-59-2 cis-1,2-Dichloroethene 10 730 I> 5.3 10 20 

79-01-6 Trichloroethene 10 37 ]) 8.9 10 20 

79-00-5 1, 1,2-Trichloroethane 10 <10 Ul) 7.6 10 20 

127-18-4 Tetrachloroethene 10 <10 UID 7.6 10 20 

79-34-5 1, 1,2,2-Tetrachloroethane 10 <10 UD 5.4 10 20 

SYSTEM MONITORING COMPOUND ADDED (ug/L) I CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 56 112 80 - 119 

Toluene-d8 50.0 51 102 89 - 112 

4-Bromofluorobenzene 50.0 51 102 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 439129 10.99 460789 10.98 

1, 4-Difluorobenzene 786334 11.56 805842 11.56 

Chlorobenzene-d5 671255 14.24 708168 14.23 

1, 4-Dichlorobenzene-d4 291655 16.51 312852 16.5 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-02 

Sampled: 12/11/14 16:00 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibration-

IR89-GW37-14D 

A4074 l 8-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR016.D 

12/23/14 12:00 

5 rnL/ 5 mL 

Instrument" OVGCMS2 

CAS NO. COMPOUND DILUTION CONC. (ug/L) Q DL LOD LOQ 

75-01-4 Vinyl chloride 10 33 r/ 7.1 10 20 

156-60-5 trans-1,2-Dichloroethene 10 <10 w 7.3 10 20 

156-59-2 cis-1,2-Dichloroethene 10 720 Tl 5.3 10 20 

79-01-6 Trichloroethene 10 <10 UID 8.9 10 20 

79-00-5 1, 1,2-Trichloroethane 10 <10 UI~ 7.6 10 20 

127-18-4 Tetrachloroethene 10 <10 UI~ 7.6 10 20 

79-34-5 1, 1,2,2-Tetrachloroethane 10 <10 UI~ 5.4 10 20 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 54 108 80 - 119 

Toluene-d8 50.0 52 104 89 - 112 

4-Bromofluorobenzene 50.0 50 101 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 451365 10.99 460789 10.98 

1, 4-Difluorobenzene 786796 11.57 805842 11.56 

Chlorobenzene-d5 666652 14.24 708168 14.23 

l ,4-Dichlorobenzene-d4 289532 16.51 312852 16.5 

* Values outside of QC limits 
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Laboratory: 

Client: 

Matrix: 

Sampled: 

Solids: 

Batch: 

ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

ENCO Orlando SDG: 

CH2M Hill Inc. (CH025) Project: 

Ground Water Laboratory ID: A407418-03 

12/10/14 15:25 Prepared: 12/22/14 00:00 

Preparation: EPA5030B MS 

4L22055 Sequence: AA31855 Calibration: 

IR89-GW37IW-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 1P'-
File ID: 1LQ018.D 

~~ Analyzed: 12/22/ 14:47 

Initial IF inal: ~/5mL 

1412038 / Instrument: OVGCMSI ~ 
CASNO. COMPOUND DILUTION CONC. (ug/L) A DL LOO LOQ 

75-01-4 Vinyl chloride 25 <25 / V Ul) 18 25 50 

156-60-5 trans-1,2-Dichloroethene 25 <2y Ul) 18 25 50 

156-59-2 cis-1,2-Dichloroethene 25 /25 UJD 13 25 50 

79-01-6 Trichloroethene 25 ~v <25 UD 22 25 50 

79-00-5 1, 1,2-Trichloroethane 25/ <25 up 19 25 50 

127-18-4 Tetrachloroethene fa <25 uh 19 25 50 
'I, 

79-34-5 1, 1,2,2-Tetrachloroethane // 25 <25 ~ 14 25 50 
/ 

SYSTEM MONITORING COMPOUND ADpED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane / 50.0 59 118 80 - 119 

Toluene-d8 /v 50.0 49 97 89 - 112 

4-Bromofluorobenzene / 50.0 53 107 85 - 114 
/ 

INTERNAL STANDARD / AREA RT REF AREA REF RT Q 

Pentafl uorobenzene / 107844 11.47 135878 11.46 

1,4-Difluorobenzene ./ 177170 12.05 221153 12.03 

Chlorobenzene-d5 / 148742 14.72 191390 14.71 

l ,4-Dichlorobenzene-d4 / 61411 17.1 82213 17.08 

* Values outsi7 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-03RE1 

Sampled: 12/10/14 15:25 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibration· 

IR89-GW37IW-14D 

A407 418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR017.D 

12/23/14 12:30 

5 rnL/ 5 mL 

Instrument" OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 1 <1.0 u 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene 1 <1.0 u 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene 1 5.6 0.53 1.0 2.0 

79-01-6 Trichloroethene 1 <1.0 u 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 <1.0 u 0.76 1.0 2.0 

127-18-4 Tetrachloroethene 1 <1.0 u 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane 1 <1.0 u 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 55 110 80 - 119 

Toluene-d8 50.0 52 103 89 - 112 

4-Bromofluorobenzene 50.0 50 101 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 447113 10.99 460789 10.98 

1,4-Difluorobenzene 785370 11.56 805842 11.56 

Chlorobenzene-d5 675943 14.25 708168 14.23 

1, 4-Dichlorobenzene-d4 288889 16.51 312852 16.5 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-04 

Sampled: 12/12/14 08:30 Prepared: 12/24/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L24005 Sequence· AA31887 Calibration-

IR89-TB-121214 

A4074 l 8-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LSOI0.D 

12/24/14 08:53 

5mL/5mL 

Instrument" OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 1 <1.0 u 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene I <1.0 m/ 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene I <1.0 u 0.53 1.0 2.0 

79-01-6 Trichloroethene I <1.0 u 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 <1.0 u 0.76 1.0 2.0 

127-18-4 Tetrachloroethene I <1.0 u 0.76 1.0 2.0 

79-34-5 I, 1,2,2-Tetrachloroethane 1 <1.0 u 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 56 112 80 - 119 

Toluene-d8 50.0 51 103 89 - 112 

4-Bromofluorobenzene 50.0 51 101 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 448401 11 460789 10.98 

1, 4-Difluorobenzene 815540 11.57 805842 11.56 

Chlorobenzene-d5 699042 14.25 708168 14.23 

1, 4-Dichlorobenzene-d4 300064 16.52 312852 16.5 

* Values outside of QC limits 
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) 
ORGANIC ANALYSIS DATA SHEET 

IR89-GW53-14D 

EPA8260B 

Laboratory: ENCO Orlando SDG: A407 4 l 8-CTOWE86 

Client: CH2M Hill Inc. (CH025) Project: CTO-WE86 MCB Camp Lejeune Site 89 

Matrix: Ground Water Laboratory ID: A407418-05 File ID: 

Sampled: 12/12/14 09:35 Prepared: 12/18/14 00:00 Analyzed: 

Solids: Preparation: EPA5030B MS 

Batch· 4Ll8024 Sequence· AA31792 Calibration-

Initial/Final: 

1410074 

3LM010.D 

12/18/14 09:10 

5 rnL/ 5 mL 

Instrument" OVGCMS3 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride ~t-f 1 17 :f RI' 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene s·s~ 1 43 .:f 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene H-f' J. '0 ~300:r & o..H--5"1-:) ~tO .2..!L U> 

79-01-6 Trichloroethene H, t ,o .ffiO 410 tr ~-- Q..i.9 3. cl 1~- 10 2..0 ,z,~ 
79-00-5 1, 1,2-Trichloroethane S5i-f 1 26 J -~ 0.76 1.0 2.0 

127-18-4 Tetrachloroethene s-SH 1 8.5 'f 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane (>tJ-f 1 28 :j' /If 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 53 106 80 - 119 

Toluene-d8 50.0 67 133 89 - 112 * 

4-Bromofluorobenzene 50.0 52 104 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 411377 10.91 379991 10.93 

1, 4-Difluorobenzene 467703 11.49 504214 11.51 

Chlorobenzene-d5 602851 14.17 534272 14.18 

l ,4-Dichlorobenzene-d4 328746 16.42 285596 16.43 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET IR89-GW53-14D 

EPA8260B 

Laboratory: ENCO Orlando SDG: A407418-CTOWE86 

Client: CH2M Hill Inc. (CH025} Project: 

Matrix: Ground Water Laboratory ID: A407418-05RE1 

Sampled: 12/12/14 09:35 Prepared: 01/05/15 00: 00 

Solids: Preparation: EPA5030B MS 

Batch· 5A05005 Sequence· AA32007 Calibration· 

CTO-WE86 MCB Camp Lejeune Site 8#9 ~ , . rel 
File ID: 2A5015.D (l t I" 

D,:{\ :J µ_ 

Analyzed: o
5

ImL/05/

1

1

5

5m14L:O······~'./ _ :,.J.1J 
Initial/Final: _.. re,'Jv-

~j~ 

1501002 lnstrume~t" OVGCMS2 
~ ~' 

,' 

CAS NO. COMPOUND DILUTION CONC. (ug/L) Q pr; LOD LOQ 

75-01-4 Vinyl chloride ~.- 10 <10 iA:1 ~ .. 1.,-/ 7.1 10 20 

156-60-5 trans-1,2-Dichloroethene 10 J1..___ ~ ~ 7.3 10 20 

156-59-2 cis-1,2-Dichloroethene /10', /300 [\ / ... ··· ~ (5.3~ 16'\ / 20\ 

79-01-6 Trichloroethene l 10~ ~10_,_;. :) ..DQ- \_8.~ ~ __ 10_) '\_ 20) 
79-00-5 1, 1,2-Trichloroethane 10 22 Bq"" 7.6 10 20 

127-18-4 Tetrachloroethene 10 ,7·"' 9.5 J6Q 7.6 10 20 

79-34-5 1, 1,2,2-Tetrachloroethane 

·i· 
10 .-J,·' 24 , ~ 5.4 10 20 

,J 

,,/' 

SYSTEM MONITORING COMPOUND ADDED (ug/L}/ 
.,.,~· 

CONC (ug/L) %REC QC LIMITS Q 
/ 

Dibromofluoromethane 50.0 / 47 93 80 - 119 

Toluene-d8 
,/ 

50~0 46 91 89 - 112 

4-Bromofluorobenzene ,./so.o 48 96 85 - 114 

INTERNAL STANDARD \ {)// 
/ 

/' AREA RT REF AREA REF RT Q 

Pentafluorobenzene rY ,/' 
.. .,J,,.·· 393023 10.97 270652 10.97 

1, 4-Difluorobenzene _\Y// 709007 11.54 508133 11.55 

Chlorobenzene-d5 I U/,/ 617534 14.22 626993 14.22 

l ,4-Dichlorobenzene-d4 i7 f: .. ,./ 261016 16.49 274662 16.5 
JC../',/ ,,· 

* Values outside of QC limits ,// 
,../.i'/ .. 

,.,.., .. /" 

/' 
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Laboratory: 

Client: 

Matrix: 

Sampled: 

Solids: 

Batch· 

CASNO. 

75-01-4 

ORGANIC ANALYSIS DATA SHEET IR89-GW56-14D 

EPA8260B 

ENCO Orlando SDG: A407 418-CTOWE86 

CH2M Hill Inc. (CH025) Project: CTO-WE86 MCB Camp Lejeune Site 89 

Ground Water Laboratory ID: A407418-06 File ID: 

12/12/14 10:35 Prepared: 12/18/14 00:00 Analyzed: 

Preparation: EPA5030B MS 

4L18024 Sequence· AA31792 Calibration-

Initial/Final: 

1410074 

3LM011.D 

12/18/14 09:40 

5mL/5mL 

Instrument· OVGCMS3 

COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

Vinyl chloride S-5H 1 110 '=1' ,Rf 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene Hf 100 .l+QQ Noo --:I ,. ~13 .Ur /OD ~~) 

156-59-2 cis-1,2-Dichloroethene I ID() ~13001 ~-~ ~ 0:-:B 5'3 . .H)' j .2':'(1 

79-01-6 Trichloroethene ~ 100 ~'-/100 J t, -~tq k0" J Ur 
' 79-00-5 1, 1,2-Trichloroethane sS4 1 7.1 ~ /If 0.76 1.0 2.0 

127-18-4 Tetrachloroethene ~$\-{ 1 10 J 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane cot 1 <1.0 v.::J ~ 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 55 109 80 - 119 

Toluene-d8 50.0 87 174 89 - 112 * 

4-Bromofluorobenzene 50.0 48 95 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 396115 10.92 379991 10.93 

1,4-Difluorobenzene 321587 11.49 504214 11.51 

Chlorobenzene-d5 643338 14.16 534272 14.18 

1, 4-Dichlorobenzene-d4 319680 16.42 285596 16.43 

* Values outside of QC limits 
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Laboratory: 

Client: 

Matrix: 

Sampled: 

Solids: 

Batch· 

CASNO. 

75-01-4 

ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

ENCO Orlando SDG: 

CH2M Hill Inc. (CH025) Project: 

Ground Water Laboratory ID: A 407 418-06RE 1 

12/12/14 10:35 Prepared: 01/05/15 00:00 

Preparation: EPA5030B MS 

5A05005 Sequence· AA32007 Calibration- · 

IR89-GW56-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1501002 

2A5016.D 

.,. OVGCMS2 

COMPOUND DILUTION CONC. (ug/L) Q ,'/ DL ,, LOO LOQ 

Vinyl chloride H--r 100 <100.U'f 
/ 

'~ 
71 100 200 

156-60-5 trans-1,2-Dichloroethene f100 \ (~400 ;: /\'rnT /73 "" 
/100' /200"\ 

* 

156-59-2 cis-1,2-Dichloroethene 

79-01-6 Trichloroethene 

79-00-5 1, 1,2-Trichloroethane 

127-18-4 Tetrachloroethene 

79-34-5 1, 1,2,2-Tetrachloroethane 

SYSTEM MONITORING COMPOUND 

Dibromofluoromethane 

Toluene-d8 

4-Bromofluorobenzene 

INTERNAL STANDARD \ (t/ 
Pentafluorobenzene 

·""' 
,/ 

1··· 

1, 4-Difluorobenzene \ " ).Iv ,,/ 
Chlorobenzene-d5 - \.J 
1, 4-Dichlorobenzene-d4 'l) // 

';\--/ 
Values outside of QC hm1ts 11 : / ' / 

u/ 
/ 

// 

// 

/ 

// 

( 100 7 1 13000 7 )'rref I )/ 11 ) 53 100 200 
/ 

\.100_,/ ~u>o·"3'_/ v.~ \ 89 _,) \ 100 / \__20()_/ 

100 //~100 lli.1 ~ 76 100 200 
., / 

<100 I 100 ., lfl1Q 76 100 200 
• .!' . 100// <100 ! ~ 54 100 200 

/ 
,· 

ADDED (ugf\J/ CONC (ug/L) %REC QC LIMITS Q 

50.0//' 47 94 80 - 119 

5o:6 46 93 89 - 112 

Ao.a 48 97 85 - 114 
/ 

// AREA RT REF AREA REF RT Q 

395341 10.97 270652 10.97 

699994 11.54 508133 11.55 

615811 14.22 626993 14.22 

259742 16.49 274662 16.5 
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ORGANIC ANALYSIS DATA SHEET IR89-GW80DW-l4D 

EPA8260B 

Laboratory: ENCO Orlando SDG: A407418-CTOWE86 

Client: CH2M Hill Inc. (CH025) Project: CTO-WE86 MCB Camp Lejeune Site 89 

Matrix: Ground Water Laboratory ID: A407418-07 File ID: 

Sampled: 12/12/14 10:45 Prepared: 12/18/14 00:00 Analyzed: 

Solids: Preparation: EPA5030B MS 

Batch· 4L18024 Sequence· AA31792 Calibration· 

Initial/Final: 

1410074 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q 

75-01-4 Vinyl chloride ss~ 1 21 ~ 7 
156-60-5 trans-1,2-Dichloroethene H.,... A1,0U 1~1b0.n- .g' 

156-59-2 cis-1,2-Dichloroethene 

' 
,,t· I ~-,hOO.. r .E 

79-01-6 Trichloroethene i ~ J 2666tr'} ,~ 1 1? 
79-00-5 1, 1,2-Trichloroethane S'9.\ 1 130:f 11 
127-18-4. Tetrachloroethene S~\-t 1 37 '$° 
79-34-5 1, 1,2,2-Tetrachloroethane Hr :iiro x- 3;t5V ~-·=r" iief' 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC 

Dibromofluoromethane 50.0 55 109 

Toluene-d8 50.0 170 348 

4-Bromofluorobenzene 50.0 51 102 

INTERNAL STANDARD AREA RT REF AREA 

Pentafluorobenzene 414631 10.92 379991 

1, 4-Difluorobenzene 133769 11.5 504214 

Chlorobenzene-d5 608662 14.17 534272 

1, 4-Dichlorobenzene-d4 323404 16.41 285596 

* Values outside of QC limits 

3LM012.D 

12/18/14 10:09 

5mL/5mL 

Instrument OVGCMS3 

DL LOD LOQ 

0.71 1.0 2.0 

JLll ;s,~ 1-:-0200 ~lfo 
0-53· JI() 1-:tr I 2-:6- I 
9:-8-9 f g 1) LO J ~ ! 
0.76 1.0 2.0 

0.76 1.0 2.0 ~,,1~ ,.M,- ;2.t}U .. ~t 
QC LIMITS Q 

80 - 119 

89 - 112 * 

85 - 114 

REF RT Q 

10.93 

11.51 * 

14.18 

16.43 
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ORGANIC ANALYSIS DATA SHEET 
IR89-GW80DW-14D 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A 407 418-07RE l 

Sampled: 12/12/14 10:45 Prepared: 01/05/15 00:00 

A407418-CTOWE86 uY:a . i-1 o.9--
CTO-WE86 MCB Camp Lejeune Site 89 l) f" ~ 1 ,kS 

:~::;;5~4•59 / ~ 
5mL/57 

File ID: 

Analyzed: 

Solids· Preparation- EPA5030B MS Initial/Final· 

Batch: 5A05005 Sequence: AA32007 Calibration: 1501002 lnst~t: OVGCMS2 

CAS NO. COMPOUND DILUTION CONC. (ug/L) Q ft LOD LOQ 

75-01-4 Vinyl chloride ltr 200 <20~.1 -~ 
/ 140 200 400 

156-60-5 trans-1,2-Dichloroethene /200 1 f 760 ~-.... 
\·~ (150"" ( 200 '"'\ (400' 

156-59-2 cis-1,2-Dichloroethene ( 200 J ( 1600 -;::r / r~ \ 110 11 200 J j 400 

79-01-6 Trichloroethene \__2_29./ "-11009-V ~ \ 180_../ \..._2oo_/ ~ 
79-00-5 1, 1,2-Trichloroethane 200 fao l.t:1 UfJQ 150 200 400 

127-18-4 Tetrachloroethene ~ //~ UBQ 150 3QQ__ ~ 
79-34-5 1, 1,2,2-Tetrachloroethane 

7 ( 2ooy (3500J ) D~ (110) (,2ov (400) 
,t- ./."/ \ ./ l ./ -· ~ 

CONC(~ 
--·'"' 

SYSTEM MONITORING COMPOUND ADDED (ug/L_y~ %REC QC LIMITS Q 

Dibromofluoromethane 50.0/' 47 94 80 - 119 

Toluene-d8 5j):'6 45 90 89 - 112 

4-Bromofluorobenzene /so.o 49 97 85 - 114 
/ 

INTERNAL STANDARD / AREA I RT REF AREA REF RT Q . " / / 

Pentafluorobenzene :.\Y/ 399671 10.97 270652 10.97 

1,4-Difluorobenzene ., \ µv / 707414 11.55 508133 11.55 

Chlorobenzene-d5 ,V/ 622372 14.22 626993 14.22 

1,4-Dichlorobenzene-d4 '"iU/ 269166 16.49 274662 16.5 

* Values outside of QC limits _j.__; T 

(\_Jv-J -z,,( j 3/ (~ 
60 of 809 



ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-08 

Sampled: 12/12/14 10:50 Prepared: 12/18/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4Ll8024 Sequence· AA31792 Calibration· 

IR89-GW80DWD-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1410074 

3LM013.D 

12/18/14 10:39 

5mL/5mL 

Instrument· OVGCMS3 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOD LOQ 

75-01-4 Vinyl chloride .Ssi.t 1 24:l' er 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene µ-r YlJ)'D 1406-iSoo r & (Hj"lso H} z.:,,) ~ 
156-59-2 cis-1,2-Dichloroethene \ . .:i- I .3lQ03/ Oi) j 6- &.:;j" I JD Hr' H:) 

79-01-6 Trichloroethene ~ .r J 2ooetrtqoo )1 E ~l~D LJ) J, 24) 

79-00-5 1, 1,2-Trichloroethane s--s ij 1 120 -::{ ~ 0.76 1.0 2.0 

127-18-4 Tetrachloroethene ~s l-f 1 32 J 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane H, ,I J-()1> 1-006 t,<. 0 U J"~ ~t((~ ..HrJCO ~tfd 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 55 109 80 - 119 

Toluene-d8 50.0 160 319 89 - 112 * 

4-Bromofluorobenzene 50.0 48 96 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 404426 10.92 379991 10.93 

1,4-Difluorobenzene 138603 11.5 504214 11.51 * 

Chlorobenzene-d5 602519 14.17 534272 14.18 

1, 4-Dichlorobenzene-d4 307573 16.42 285596 16.43 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

IR89-GW80DWD-14D 

Laboratory: ENCO Orlando 

Client: CH2M Hill Inc. (CH025} 

Matrix: Ground Water Laboratory ID: 

Sampled: 12/12/14 10:50 Prepared: 

Solids: Preparation: 

SDG: 

Project: 

A 407 418-08RE 1 

01/05/15 00:00 

EPA5030B MS 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 2A5018.D 

Analyzed: 

5 mL/ 5 

Batch· 5A05005 Sequence· AA32007 Calibration-

Initial/Final: 

1501002 
/ 

fo~ment" OVGCMS2 

CASNO. COMPOUND 

75-01-4 Vinyl chloride 

156-60-5 trans-1,2-Dichloroethene 

156-59-2 cis-1,2-Dichloroethene 

79-01-6 Trichloroethene 

79-00-5 1, 1,2-Trichloroethane 

127-18-4 Tetrachloroethene 

79-34-5 1, 1,2,2-Tetrachloroethane 

SYSTEM MONITORING COMPOUND 

Dibromofluoromethane 

Toluene-d8 

4-Bromofluorobenzene 

INTERNAL STANDARD 

Pentafluoro benzene 

1,4-Difluorobenzene 

Chlorobenzene-d5 

l ,4-Dichlorobenzene-d4 tr'\ '\..y''"' // 
ti i \ /' 

* Values outside of QC limits 'l/ // 

.,,/ 
/ 

,./ 

// 
/ 

DILUTION CONC. (ug/L) Q _//DL LOO LOQ 

2.QQ_ 5-on u.:! JJD9./ 140 200 400 

l 200 J ( 3100 [,,···<' -~ { 110 ~ 200 400 ) 

200 .<200 \,\~ TIDQ 150 200 400 

200 / <200 vt1 - ---- ~ 150 200 ~ 

( 200/} ~6600 :f ~ OJ?' ( 110 ) ( 200 J \ 400 ./ 

ADDED (ug/1)-,.- CONC (ug/L) %REC QC LIMITS Q 

50.0. · 
,./· 

48 96 80 - 119 

5.0:·6' 47 94 89 - 112 

A X 
t\ II / 

........ ·so.o 48 96 85 - 114 

V _/ AREA RT REF AREA REF RT Q 

389216 10.98 270652 10.97 

697844 11.55 508133 11.55 

622872 14.22 626993 14.22 

268831 16.49 274662 16.5 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. {CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-09 

Sampled: 12/12/14 11:00 Prepared: 12/18/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L18024 Sequence· AA31792 Calibration· 

IR89-GW31-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1410074 

3LM014.D 

12/18/14 11 :09 

5mL/5mL 

Instrument· OVGCMS3 

9 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride S.St-l 1 37 --:f .o/ 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene I-I, ) ,~ ~;qo J -I!; ~,s ~~( ~t 0 
156-59-2 cis-1,2-Dichloroethene ,.J, ~3Jo0 ~ Ji.- ~c~ -nl -~ 
79-01-6 Trichloroethene ..t" ~3Jo, 1~ ~zz H ~ 

79-00-5 1, 1,2-Trichloroethane 
, y ', ~:;J.3o ueQ- o.u.' t k0 ·~ ~ ., 

127-18-4 Tetrachloroethene SS\-f 1 24 ':f 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane H-r . .-12..so ~q3~~ 1~ ~11- () -k>:)$0 .2.0 '~ 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 57 114 80 - 119 

Toluene-d8 50.0 83 166 89 - 112 * 

4-Bromofluorobenzene 50.0 52 104 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 393096 10.92 379991 10.93 

1, 4-Difluorobenzene 351492 11.5 504214 11.51 

Chlorobenzene-d5 621365 14.17 534272 14.18 

1, 4-Dichlorobenzene-d4 319159 16.42 285596 16.43 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET IR89-GW31-14D 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A 407 4 l 8-09RE 1 

Sampled: 12/12/14 11:00 Prepared: 01/05/15 00:00 

Solids: Preparation: EPA5030B MS 

A407418-CTOWE86 
1 1 
~ , ~ 

CTO-WE86 MCB Camp Lejeune Site 89 V';'0 ~ l l\l ~ 
File ID: 2A5019.D ., / ~ 
Analyzed: 01/05/15 ~ ( 

Initial/Final: 5 mJA"{~L 

Batch· 5A05005 Sequence· AA32007 Calibration· 1501002 OVGCMS2 

CASNO. COMPOUND 

75-01-4 Vinyl chloride 

156-60-5 trans-1,2-Dichloroethene 

156-59-2 cis-1,2-Dichloroethene 

79-01-6 Trichloroethene 

79-00-5 1, 1,2-Trichloroethane 

127-18-4 Tetrachloroethene 

79-34-5 1, 1,2,2-Tetrachloroethane 

SYSTEM MONITORING COMPOUND 

Dibromofluoromethane 

Toluene-d8 

4-Bromofluorobenzene I\,~/ 
\\ T 

INTERNAL STANDARD ,~,.//' 

Pentafluorobenzene ~ \.J 
1,4-Difluorobenzene ,U ./ 

/ 
/ 

Chlorobenzene-d5 n'r ,./' 
-f/ 

1, 4-Dichlorobenzene-d4 )(./ 

* Values outside of QC limits .. / 
,,,/'/' 

// 
,/',/ 

/ 

,/ 

.~""r' 
·' 

,/' . ./'" 
/ 

.//"' 

~~>' 

DILUTION CONC. (ug/L) Q .//~1 

irr 25 24 ~ ;~ 

~ /'540 rx 1,;:· B'Q' 

I \ I 
, .. ,· 

' -8('.J 25 3209, 
,., 

l ) 
, ,. 

25 \ _,,,3300 j ~ 

~ /'130 ,.. .J' :/ ~ 
2~ ,/'/:•· ..... 26 I IDQ 

~, ()50'\f. q3oa~d')- ~ 
\{' /'- ./ 

_,,.~>" -· 
ADDED (µg/L) CONC (ug/L) %REC 

so·:·o 47 94 
•/ 

/; 50.0 47 94 
"/ / 

50.0 50 99 

AREA RT REF AREA 

387678 10.97 270652 

691067 11.55 508133 

629224 14.22 626993 

270631 16.49 274662 

.{/ 

DL LOO LOQ 

18 25 50 - .... 

/18 ~/25 \ /50\ 

I f I 1 

13 25 50 
I 

22 25 50 ) 
"'- 19 ~ ~ '-5.o/ 

19 25 50 
-

/i40'') ~50 :(500 ", 
'-.. ./ ........ - '-- ./ 

QC LIMITS Q 

80 - 119 

89 - 112 

85 - 114 

REF RT Q 

10.97 

11.55 

14.22 

16.5 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407 4 l 8-09RE2 

Sampled: 12/12/14 11:00 Prepared: 01/06/15 00:00 

Solids: Preparation: EPA5030B MS 

IR89-GW31-14D 

A407418-CTOWE86 ~ Q. 

CTO-WE86 MCB Camp Lejeune Site 8/9 ~:.(v--' 
File ID: 2AA015.D '\ ./ 

Analyzed: 01/06/15 14:27 /" 
,,/'.,,.,. 

Initial/Final: 5 rnL / 5 m:( 

Batch· 5A06013 Sequence· AA32037 Calibration· 1501002 Instru~ent" OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q /DL LOO LOQ 
/ 

75-01-4 Vinyl chloride irr 250 <250 lA:1 _YI).9;/' 180 250 500 

156-60-5 trans-1,2-Dichloroethene 250 520 7 /~ 
180 250 500 

156-59-2 cis-1,2-Dichloroethene 250 3200 / 
/ ~ 130 250 500 

79-01-6 Trichloroethene 250 360Q,/ ~ 220 250 500 

79-00-5 1, 1,2-Trichloroethane 250 240 , .lB(J 190 250 500 

127-18-4 Tetrachloroethene 250 <250_~:1 ~ 190 250 ~ 
79-34-5 1, 1,2,2-Tetrachloroethane ,1 ( 250)./··' ('9300 ~ D~: { 14o_) .(250) ( 500 ) 

'- --/ -· ----- - --·-- ~-
,. 

SYSTEM MONITORING COMPOUND ADDED (ug/L), · CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 .// 45 90 80 - 119 
·' 

Toluene-d8 50 .. ff- 45 90 89 - 112 

4-Bromofluorobenzene 
/ 

,,50.0 48 95 85 - 114 
/ 

INTERNAL STANDARD \OJ ./// AREA RT REF AREA REF RT Q 

Pentafluorobenzene I gY ,,./' 398835 10.98 270652 10.97 

1, 4-Difluorobenzene \ V' ,,,/ 718972 11.55 508133 11.55 

Chlorobenzene-d5 , r r // 619178 14.22 626993 14.22 

l ,4-Dichlorobenzene-d4 \J ~/ 267070 16.5 274662 16.5 
f' \ l .,/ 

* Values outside of QC limits lJJ /. 
,// 
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ORGANIC ANALYSIS DATA SHEET 
IR89-GW16-14D 

EPA8260B 

Laboratory: ENCO Orlando SDG: A407418-CTOWE86 

Client: CH2M Hill Inc. (CH025) Project: CTO-WE86 MCB Camp Lejeune Site 89 

Matrix: Ground Water Laboratory ID: A407418-10 File ID: 

Sampled: 12/12/14 11:15 Prepared: 12/18/14 00:00 Analyzed: 

Solids: Preparation: EPA5030B MS 

Batch· 4L18024 Sequence· AA31792 Calibration-

Initial/Final: 

1410074 

3LM015.D 

12/18/14 11:38 

5 rnL/ 5 mL 

Instrument" OVGCMS3 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride &SH 1 170 'j J1 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene 1 1.2 J 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene 1 5.5 0.53 1.0 2.0 

79-01-6 Trichloroethene 1 11 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 1.0 1( 0.76 1.0 2.0 

127-18-4 Tetrachloroethene 1 <1.0 u 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane Cut 1 140 ;$ ~ 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 54 109 80 - 119 

Toluene-d8 50.0 49 98 89 - 112 

4-Bromofluorobenzene 50.0 47 94 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 392333 10.92 379991 10.93 

1,4-Difluorobenzene 608172 11.49 504214 11.51 

Chlorobenzene-d5 626649 14.17 534272 14.18 

1,4-Dichlorobenzene-d4 317369 16.42 285596 16.43 

* Values outside of QC limits 
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I o~L, 
ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

IR89-GW16-14D 

I 
Laboratory: ENCO Orlando SDG: A407418-CTOWE86 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-10RE1 File ID: 

Sampled: 12/12/14 11:15 Prepared: 12/19/14 00:00 Analyzed: 

Solids: Preparation: EPA5030B MS 

Batch· 4L19007 Sequence· AA31809 Calibration· 

Initial/Final: / 5 mL 

~ 1412038 OVGCMSl 

CASNO. COMPOUND DILUTION CONC. (ug/L) 9/ DL LOO LOQ 

75-01-4 Vinyl chloride SJ~ 1 130 j' i/ 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene 1 <1.0 / u 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene 1 ¥ u 0.53 1.0 2.0 

79-01-6 Trichloroethene 1 /-::1.0 u 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 / <1.0 u 0.76 1.0 2.0 
/ 

127-18-4 Tetrachloroethene 1/· <1.0 u 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane ,/1 <1.0 u 0.54 1.0 2.0 
/ 

SYSTEM MONITORING COMPOUND ADDED {)4/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane slo 62 124 80 - 119 * 
Toluene-d8 \0 / /50_0 57 113 89 - 112 * 
4-Bromofluorobenzene . cY / 50.0 57 115 85 - 114 * . \J 

INTERNAL STANDARD rV / AREA RT REF AREA REF RT Q 

Pentafluorobenzene - ~I _\J / 104890 11.46 135878 11.46 

1,4-Difluorobenzene () j \ / 173039 12.03 221153 12.03 

Chlorobenzene-d5 V/ 148873 14.71 191390 14.71 

1, 4-Dichlorobenzene-d4 / 56242 17.09 82213 17.08 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. {CH025} Project: 

Matrix: Ground Water Laboratory ID: A407418-12 

Sampled: 12/12/14 11:15 Prepared: 12/24/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L24005 Sequence· AA31887 Calibration· 

IR89-GW09IW-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LS011.D 

12/24/14 09:22 

5mL/5mL 

Instrument OVGCMS2 

CAS NO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 1 0.85 J 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene l 2.6 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene 1 17 0.53 1.0 2.0 

79-01-6 Trichloroethene 1 20 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 <1.0 u 0.76 1.0 2.0 

127-18-4 Tetrachloroethene I <1.0 u 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane l <1.0 u 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 56 112 80 - 119 

Toluene-d8 50.0 53 105 89 - 112 

4-Bromofluorobenzene 50.0 50 101 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafl uorobenzene 446812 11 460789 10.98 

1,4-Difluorobenzene 795733 11.57 805842 11.56 

Chlorobenzene-d5 692194 14.24 708168 14.23 

1, 4-Dichlorobenzene-d4 301446 16.52 312852 16.5 

* Values outside of QC limits 

68 of 809 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-13 

Sampled: 12/12/14 12:35 Prepared: 12/24/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L24005 Sequence· AA31887 Calibration· 

IR89-GW55-14D 

A407 418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LS012.D 

12/24/14 09:51 

5mL/5mL 

Instrument· OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOD LOQ 

75-01-4 Vinyl chloride 1 10 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene 1 7.5 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene 1 160 0.53 1.0 2.0 

79-01-6 Trichloroethene 1 36 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 <1.0 u 0.76 1.0 2.0 

127-18-4 Tetrachloroethene 1 <1.0 u 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane 1 <1.0 u 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 55 110 80 - 119 

Toluene-d8 50.0 52 104 89 - 112 

4-Bromofluorobenzene 50.0 51 102 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafl uorobenzene 445629 10.99 460789 10.98 

1, 4-Difluorobenzene 798308 11.57 805842 11.56 

Chlorobenzene-d5 691905 14.25 708168 14.23 

1, 4-Dichlorobenzene-d4 301776 16.52 312852 16.5 

* Values outside of QC limits 
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ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-14 

Sampled: 12/12/14 14:25 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibration· 

IR89-GW102-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR018.D 

12/23/14 13:01 

5mL/5mL 

Instrument· OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 1 31 0.71 1.0 2.0 

156-60-5 trans-1,2-Dichloroethene 1 2.9 0.73 1.0 2.0 

156-59-2 cis-1,2-Dichloroethene 1 65 0.53 1.0 2.0 

79-01-6 Trichloroethene 1 0.98 J 0.89 1.0 2.0 

79-00-5 1, 1,2-Trichloroethane 1 <1.0 u 0.76 1.0 2.0 

127-18-4 Tetrachloroethene 1 <1.0 u 0.76 1.0 2.0 

79-34-5 1, 1,2,2-Tetrachloroethane 1 <1.0 u 0.54 1.0 2.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 55 111 80- 119 

Toluene-d8 50.0 51 103 89 - 112 

4-Bromofluorobenzene 50.0 50 100 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 453180 10.99 460789 10.98 

1, 4-Difluorobenzene 803542 11.57 805842 11.56 

Chlorobenzene-d5 684346 14.24 708168 14.23 

1, 4-Dichlorobenzene-d4 294125 16.52 312852 16.5 

* Values outside of QC limits 

70 of 809 



ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-15 

Sampled: 12/12/14 08:40 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibratioll" 

IR89-GW04IW-14D 

A407 418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR019.D 

12/23/14 13:33 

5 mL/ 5 mL 

Instrument" OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOD LOQ 

75-01-4 Vinyl chloride 2.5 44 rJ 1.8 2.5 5.0 

156-60-5 trans-1,2-Dichloroethene 2.5 30 I) 1.8 2.5 5.0 

156-59-2 cis-1,2-Dichloroethene 2.5 270 ) 1.3 2.5 5.0 

79-01-6 Trichloroethene 2.5 13 D 2.2 2.5 5.0 

79-00-5 1, 1,2-Trichloroethane 2.5 <2.5 UD 1.9 2.5 5.0 

127-18-4 Tetrachloroethene 2.5 <2.5 UD 1.9 2.5 5.0 

79-34-5 1, 1,2,2-Tetrachloroethane 2.5 <2.5 UB 1.4 2.5 5.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 54 107 80 - 119 

Toluene-d8 50.0 52 104 89 - 112 

4-Bromofluorobenzene 50.0 51 102 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 446531 10.99 460789 10.98 

1, 4-Difluorobenzene 782426 11.57 805842 11.56 

Chlorobenzene-d5 673322 14.25 708168 14.23 

1, 4-Dichlorobenzene-d4 292495 16.52 312852 16.5 

* Values outside of QC limits 

71 of 809 



ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025} Project: 

Matrix: Ground Water Laboratory ID: A407418-16 

Sampled: 12/12/14 10:05 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibratioff 

IR89-GW88-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR020.D 

12/23/14 14:04 

5mL/5mL 

Instrument" OVGCMS2 

CAS NO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 2 36 H 1.4 2.0 4.0 

156-60-5 trans-1,2-Dichloroethene 2 14 ID 1.5 2.0 4.0 

156-59-2 cis-1,2-Dichloroethene 2 130 ]~ 1.1 2.0 4.0 

79-01-6 Trichloroethene 2 <2.0 UI> 1.8 2.0 4.0 

79-00-5 1, 1,2-Trichloroethane 2 <2.0 uo 1.5 2.0 4.0 

127-18-4 Tetrachloroethene 2 <2.0 UI> 1.5 2.0 4.0 

79-34-5 1, 1,2,2-Tetrachloroethane 2 <2.0 UI~ 1.1 2.0 4.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 52 104 80 - 119 

Toluene-d8 50.0 52 103 89 - 112 

4-Bromofluorobenzene 50.0 51 103 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 447608 10.99 460789 10.98 

1,4-Difluorobenzene 777067 11.57 805842 11.56 

Chlorobenzene-d5 670295 14.25 708168 14.23 

1,4-Dichlorobenzene-d4 288685 16.51 312852 16.5 

* Values outside of QC limits 

72 of 809 



ORGANIC ANALYSIS DATA SHEET 

EPA8260B 

Laboratory: ENCO Orlando SDG: 

Client: CH2M Hill Inc. (CH025) Project: 

Matrix: Ground Water Laboratory ID: A407418-17 

Sampled: 12/12/14 11:20 Prepared: 12/23/14 00:00 

Solids: Preparation: EPA5030B MS 

Batch· 4L23034 Sequence· AA31876 Calibration-

IR89-GW85-14D 

A407418-CTOWE86 

CTO-WE86 MCB Camp Lejeune Site 89 

File ID: 

Analyzed: 

Initial/Final: 

1412083 

2LR021.D 

12/23/14 14:35 

5 rnL/ 5 mL 

Instrument· OVGCMS2 

CASNO. COMPOUND DILUTION CONC. (ug/L) Q DL LOO LOQ 

75-01-4 Vinyl chloride 2.5 130 II 1.8 2.5 5.0 

156-60-5 trans-1,2-Dichloroethene 2.5 46 II 1.8 2.5 5.0 

156-59-2 cis-1,2-Dichloroethene 2.5 260 I> 1.3 2.5 5.0 

79-01-6 Trichloroethene 2.5 11 I> 2.2 2.5 5.0 

79-00-5 1, 1,2-Trichloroethane 2.5 <2.5 UI> 1.9 2.5 5.0 

127-18-4 Tetrachloroethene 2.5 <2.5 UI> 1.9 2.5 5.0 

79-34-5 1, 1,2,2-Tetrachloroethane 2.5 <2.5 UI> 1.4 2.5 5.0 

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) %REC QC LIMITS Q 

Dibromofluoromethane 50.0 55 110 80 - 119 

Toluene-d8 50.0 51 102 89 - 112 

4-Bromofluorobenzene 50.0 51 101 85 - 114 

INTERNAL STANDARD AREA RT REF AREA REF RT Q 

Pentafluorobenzene 450927 11 460789 10.98 

1, 4-Difluorobenzene 812529 11.57 805842 11.56 

Chlorobenzene-d5 676609 14.24 708168 14.23 

1, 4-Dichlorobenzene-d4 290770 16.52 312852 16.5 

* Values outside of QC limits 

73 of 809 
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